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Calibration  Certificate

EHHT: YL37190020 5
Certificate No.
P LR A MR =R

Customer

) TN W76 #%10185

Contact information

HRL L TR B L

Name of instrument

AR 5 HC-3016R
Model/Type
BALBT: 05081800059

No. of Instrument

W1 A ZHROF R ERI U A IR A

Manufacture

B A i‘f’lu’?

Approved by

BN 4

Checked by ML4J,\
e, P D
Calibrated by

#K B M BB B A B

Date of Receipt Date of Calibration Date of Issue
2019 % 03 A 13 H 2019 % 03 A 13 H 2019 4 03 H 18 B
Year Month Day Year Month Day Year Month Day
b pE(Add): AT A KA#7928% (130012) # % (Telephone): (0431) 86936700
E-mail: cc_jly@163.com M Ji(Fax): (0431) 86936698
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Certificate No.

YL37190020

L. AR PTARIE 0 B A A

Based on the type of documents

JJF(F) 79—2014 E B & S WAL

2. REBFEMGEZEAFAZR:

Standards of Measurement used in the calibration

R EET
B R/ o A A
EHREBT MEEH RRAAHRE BAEF 5 HEME
Name and No. Measuring range Uncertainty/accuracy/ Verification or calibration | Valid until
Maximum Permissible Error Organizationchniﬁcate No.
GG " KA R A
%f&igzﬁﬁ (50 ~ 30000)RPM 0.1% Vil i i
DX87180015
KA S E I
Al 1-51 (30 ~140) dB(A) 150, 4dB k=2 B 7 2019-05-13
DXB2180158
K& it E e
B PR 12-10 (0 ~3600)s MPE: % 0.1s FARR P 2019-11-04
DX35180137
3. BRAEWRE:  HEh
Location for calibration
4. FBLEAE:
Environmental condition
m O 24.0 °C Fizpa A 451 %
Temperature Relative humidity
X gE
Others
iEr 1. AEHHE @ ke AR F R LA

‘This certificate is invalid if not sealed on head page.

2, LB PSR A SRS .

The result in this certificate relate only to the calibrated.

3. WHRERERIES.
Please take care of the cettificate.

4, FAEH L LM,

L2 AL RS LAES.

The certificate shall not be reproduced except in full, without approval of the metrology.
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Certificate No.
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Results of Calibration
LISt BN ] o ) R HBURMEIRE Db b=
(t/min) (t/min) (%) i

4000 3995 0.1 0.7%
6000 5990 0.2 0.6%
8000 7989 0.1 0.7%
10000 9983 0.2 0.7%
12000 11999 0.0 0.7%

HEBENE (%) 0.1

LS /dB(A) 68

oA 300s 0.2

ERTAEATRE

(%) 600s 0.1

T Fae st [a] paptind L] 48.5

) [E3uiNRE) 45.0
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